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WARNING LE-ITER 

CERTIFIED MAIL 
RETURNED RECEIPT REQUESTED 

Mr. Brain Watts, President 
Spectrum Laboratories, Inc. 
18617 Broadwick Street 
Ranch0 Dominguez, California 902206425 

Dear Mr. Watts: 

On November 17 through December 6, 2094, the United States Food and Drug 
Administration (FDA) conducted an inspection of Hydra-Med Products, Inc. (Hydro- 
Mecl), a Division of Spectrum Laboratories, Inc., located at 2930 Ladybird Lane, Dallas, 
Texas 75220. Hydro,Med manufactures sterile stockinettes (surgical drapes), sterile 
Esmarch bandages, and sterile equipment drapes for ultrasound, arthroscopic, camera, 
and endosccpic accessories. These products are medical devices as defined in Section 
201(h) of the Federal Food, Drug, and Cosmetic Act (the Act). 

The FDA inspection revealed that your devices are adulterated and misbranded within 
the meaning of the Act. Your devices are adulterated within the meaning of Section 
50?(h) of’the Act because the methods used in, or the facilities or controls used for the 
manufacturing, packing, storage, or installation are not in conformance with the Current 
Good Manufacturing. Practice (CGMP) requir&ments of the Quality System (QS) 
Regulation for medical devices, as specifii in Title 21, Code of Federal Reaulations 
(CFR), Part 820. Your devices are misbranded within the meaning of Section 502(t)(2) 
of the Act because your firm failed to submit a report of correction and removal to FDA 
of .recalled medical devices, as required by Section 519(f)(I) of the Act and Title 21, 
Code of Federal Regulations (CFR), Part 806. 
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Qualitv Svstem Rewlation 

At the close of the inspection, your firm was issued a List of Inspectional Observations, 
FM~ FDA483 (copy enclosed), which identified a number of significant QS Regulation 
violations including, but not limited td. the f6llowing: 

1. Failure of the management with exewtive responsibilii to ensure that an 
adequate and effective quality system has been tilfy impfemented and 
maintained at all levels of the organization, and failure to aflocate necessary 
resources, including the assignment of trained personnel for management, 
perfofmancf3 of work, and -nt activitk, as required by 21 CFR 820.20 
rfDA-483, items ? through 10). For example, you failed to provide sufficient 
personnel to assure that all procedures are appropriately carried out as required 
by the quality system. Your quality manager,’ *o is the management 
representative that tionitofs and reports the performance of your firm’s quality 
system, is a part time employee. 

2. Failure to adequately investigate the cause of nonconfbrmities relating to 
product, processes, and the quality system, as required by 27 CFR 820.100(a)(2) 
(FDA483, Item 1 J. For example, in September 2000, your 6nn recalled 350 
sterile ultrasound probe drapes due pouch seals. These 350 probe 
drapes were part of a total shipment 
investigate and document potential packaging defects for the remaww 
POUCheS. 

3. Failure to adequately validate manufacturing processe s with a high degree 
assurance and approve them acakding to established procedures to ensure that 
product specifications can’ be consiste~~tly met, * required by 21 CFR 820.75(a) 
[FDA 483, Item ZJ. Your firm’s validation of the heat seal process for sealing 
device packaging is inadequate. For example: 

a) Your firm has not defined process limits for worst case conditions for pouch 
size and material, product size, conveyor speed of feeding pouches, the 
orientation for feeding pouches, and thermocouple temperature ranges; and 

C) Your firm has not determined and documented the effect of a single run on 
multjple runs of th 

. 
steriliition on the pouch material and 

seal integrity. Addrtrona , your nn has not performed inspections of 
mechanical seal testing to verify the seal integrity after sterilization; and 



Page 3 - Mr. Brain Watts, President 
Spectrum Laboratorfes, Inc. 
.February IO, 2005 

d) Your firm has not documen tedanytypesandskesoftttepouchesused 
during the heat seal valiiatfon and revalfdation process; and 

e) Your firm has not defined the circumstances under which a revafidation of the 
heat seal process fs required. 

4. Failure to establish and mafntkin procedures for monitoring and control of 
process parameters and component and device charaderistics durfng production 
to ensure a device car&rms to iIs specifications, as required by 21 CFR 
820.70(a)(2), and failure to rnonftor and control process parameters for validated 
processes to ansure that tha specfkd requirements contfnua to be met, as 
required by 21 CFR 820.75(b) (FDA-483, ftems 2, 5J. For example, your firm 
has not monftored *the heat seal Wnparakras during production to assure they 
are sat within the speciKed temperatures estabfffhed d - e vafiiation of heat 
seal process. Our investigator observedthatoneof 

a 
temperature gauges 

was set outside the specSed temperature range on three occasfons. 
Your heat seaf vafiiatfon 

dir 
ducted on 3/Q/01 SW that a sealing 

temperature at and above F seal integrity (e.g., the 
paper side of the pouch tore when pulled or 
However, on 12J2!04 and 1’f/22/011 the temparatufe gauge was 
which is 5O F ‘above the upper limit M F. On llr;L4/04 ft was sat 
which is 190 F above the upper limit. . 

5. Failure to establish and.maintain acceptance procedures to ensure that specfffed 
requirements for in-process product are mat, as required by 27 CFR 820.80 (c) 
rFDA-483, ftem 2(6), 2(Q), and Item S(2)]. For exampfe. your firm has not 
quantitatively deffned acceptance specfffcatfons and test methods for the 
acceptance or rejection of seat stmngth. Instead, your current testfng is based 
on subjective evaluation by the packaging supe~fsor during productfon. You 
have not shown that you have adequately assured that the subject& evafuatfon 

observation or-test) equals ths seal strength specification ofI 
per inch. 

6. Failure to develop, conduct, control, and monitor production processe s to ensure 
that a device conforms to its specffi~ations, as required by 21 
EFDA-483, ftem 6). Your firm has not consfstentfy conductad 
strength tests (mechanical testing) and evafuation as per your 
For example: 

a) Mechanical seal strength test&g was not afways conducted on the first week 
of them fiscal as set by your firm; and 
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7. 

b) Mechanical seal strength testing conducted on 6/14/04 of lot 85065 
contained discrepancy batween the test resutts mcorded on the seal strength 
test data sheet and the raw data recorded on the strip chart; and 

c) Your firm failad to follow its sampling procedure in that you have not 
documented at which point in the productian 
pukd for seal stmngth testing (i.e. 
production work order); and 

d) Your firm failed to follow its sampling plan in that the actual number of 
pouches pulled for seaf strength testing was less than the total number of 
pouches required by your procedures. 

Failure to establish and maintain procedures for implementing conectiva and 
preventive action and to include documentation of the verfkation or validation of 
corractive and preventive action actkitks, as required by 21 CFR 820.100(a) and 
(b) [FDA483, Item 91. For example, your firm has received a number of 
requrring complaints of hair and other contaminates in the sterile device 
packages. Your conective and preventive action activ&s concerning these 
complaints ware neither documentad nor varifii to ensuM such actions are 
effective- 

8. Failure to establish and maintain procedures to adequately ccMrol environmental 
conditions to prevent their adkrse effects on product qualii, as required by 21 
CFR.820.70(c) and to prevent contamination of equipment, or product as 
required by 21 CFR 820.70(e) lFDA-483, kern 7J For example; your firm failed 
to conduct environmental testing on ~schedufe as required by your 
firm’s environmental tasting procedures. 

Correction and Removal Reaulations 

Your devices ara also misbranded within the meaning of Sectiin 502(t)(2) of the Act 
because a report of correction or removal was not submitted to FDA as required by 
Section 519(f)(l) of the Act. The Correction and Removal Regulations in 21 CFR Part 
806, promulgated under Section 519(f)(l), require manufactures and importers to report 
to FDA, within 10 working days, any correction or removal of a device to reduce a risk to 
heath. & 21 C.F.R. Q 806.10(e)(l). 

On or about September 28,2000, your firm recalled 350 sterile ultrasound probe drapes 
from the market due to defective packaging that led to a potential breech in sterility. 
Your firm’s action to retrieve these products meets the definition of a ‘removal,” as 
defined in 21 CFR 9 806.2(i). Therefore, under 21 CFR Q 866.10(a)(l), you had IO 



Page 5 - Mr. Brain Watts, President 
Spectrum Laboratories, Inc. 
February IO,2005 

working days to repM your removal of these devices from the market. However, you 
failed to report the recall activities to FDA. 

Swctrum Labomtories’ Resoonse 

We acknowledge receiving your firm's letter, dated January 5,2005, responding to the 
Form FDA43 issued to your firm at the coni;lusioh of our last inspection. Your firm 
promised to cor&ct FDA’s obsewations and outlined a general correctii action plan 
with time frames for completion ranging from January through October 2@5. However, 
your fim’s response is intimplete unless and until you provide update reports that 
document specific corrective action activities your firm has taken and verified the 
effectiveness of the conective actions to address the specific FDA-483 obwwations 
and issues identified in this letter. 

Due to the serious nature of the observations and the (ack of executive management 
controls at Hydra-Med. we suggest you obtain the assistance of independent third-party 
mgulatory/te&n~f consultants- These consultants can help your fm identify and 
correct all systemic problems and train your staff to sustain a state of compliance with 
the CGMP requirements of the QS ReguMion. 

Rewondina to This Letter 

This letter is not intended to be an all-inclusive Iii of deficiencies at your facility. It is 
your responsibility to ensure adherence to each requirement of the Act and the 
regulations. The specific violations noted in this letter and in the Form FDA-483 may be 
symptomatic of other serious underlying problems in your firm’s manufacturing and 
quality assurance systems- Fede~lagenciesareadvisedoftheissuanceofall 
Warning Letters about devices so that they may take this information into account when 
considering the award of contracts. 

YOU should take prompt action to correct these violations. Failure to promptly correct 
these violations may resutt in regulatory action being initiated by the FDA without further 
notice. These actions include, but are not limited to, seizure, injunction, and/or civil 
penalties. 

Please notify this office in writing within 15 working days of receipt of this letter of the 
specific steps you have taken, or will take to identify and correct the noted violations, 
including (1) the time frames within which the corrections Will be completed, (2) any 
documentation indicating the corrections have been achieved, and (3) an explanation of 
each step being taken to identify and make corrections to any underlying systems 
problems necessary to ensure that similar violations will not recur.. 
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Your reply should be directed to Thao Ta, Compfince Officer, at the address indicated 
on the above letterhead. 

Sincerely, 

MAC:txt 

CC: 

Mrs. Bonnie J. Ekasky, Plant Manager 
Hydrohned Products, Inc. 
A Diiion of Spectrum Laboratories, Inc. 
2930 Ladybird Lane 
Dallas, Texas 75220 


